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ABSTRACT
Genetically modified mice represent useful tools for traumatic brain injury (TBI) research and at-
tractive preclinical models for the development of novel therapeutics. Experimental methods that
minimize the number of mice needed may increase the pace of discovery. With this in mind, we de-
veloped and characterized a prototype electromagnetic (EM) controlled cortical impact device along
with refined surgical and behavioral testing techniques. By varying the depth of impact between 1.0
and 3.0 mm, we found that the EM device was capable of producing a broad range of injury sever-
ities. Histologically, 2.0-mm impact depth injuries produced by the EM device were similar to 1.0-
mm impact depth injuries produced by a commercially available pneumatic device. Behaviorally,
2.0-, 2.5-, and 3.0-mm impacts impaired hidden platform and probe trial water maze performance,
whereas 1.5-mm impacts did not. Rotorod and visible platform water maze deficits were also found
following 2.5- and 3.0-mm impacts. No impairment of conditioned fear performance was detected.
No differences were found between sexes of mice. Inter-operator reliability was very good. Behav-
iorally, we found that we could statistically distinguish between injury depths differing by 0.5 mm
using 12 mice per group and between injury depths differing by 1.0 mm with 7–8 mice per group.
Thus, the EM impactor and refined surgical and behavioral testing techniques may offer a reliable
and convenient framework for preclinical TBI research involving mice.
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INTRODUCTION
TRAUMATIC BRAIN INJURY (TBI) is a major cause ofdeath and disability, for which no effective treatment
exists other than supportive care. A total of 5.3 million
Americans—2% of the U.S. population—currently live
with disabilities resulting from TBI (Thurman et al.,
1999). Because many of the victims are young, the total
costs to society in medical care and lost productivity are
extremely high. However, despite substantial research ef-
fort, effective therapeutics have not been developed, and
further preclinical and clinical research tools are needed
(Narayan et al., 2002).
Animal models of TBI are critical in order to test mech-
anistic hypotheses and develop preclinical therapeutics
(Lighthall et al., 1989; Meaney et al., 1994; Shohami et
al., 1995; Laurer and McIntosh, 1999; Duhaime et al.,
2000; Bayir et al., 2003; Pineda et al., 2004; Faden et al.,
2005; Kleindienst et al., 2005; Lenzlinger et al., 2005;
Maegele et al., 2005; Maxwell et al., 2005; Prins et al.,
2005; Thompson et al., 2005; Truettner et al., 2005; Buki
and Povlishock, 2006; Marklund et al., 2006; Marmarou
and Povlishock, 2006). There are many animal models
of TBI, but only in transgenic mice can the effects of ge-
netic factors be readily explored in an experimental set-
ting. For example, the 4 allele of the apolipoprotein E
gene (APOE4) may be a risk factor for poor outcome af-
ter TBI in humans (Jellinger, 2004), especially in younger
patients (Teasdale et al., 2005). Several lines of trans-
genic mice expressing each of the ApoE alleles—E2, E3,
and E4—have been produced (Xu et al., 1996; Sullivan
et al., 1997; Sun et al., 1998), and initial studies indicate
an ApoE allele-dependent effect on survival and cogni-
tive outcome following experimental TBI in these ani-
mals (Sabo et al., 2000). TBI has been performed in mice
with many other genetic manipulations, and these exper-
iments have provided important insights (Longhi et al.,
2001; Hartman et al., 2002; Uryu et al., 2002; Chang et
al., 2003; Hlatky et al., 2003; Conte et al., 2004; Bayir
et al., 2005; Abrahamson et al., 2006; Bermpohl et al.,
2006; Kochanek et al., 2006).
In mice, the controlled cortical impact (CCI) model of
experimental TBI is widely used because it yields con-
sistent histological damage and behavioral deficits. Other
techniques include weight-drop, impact acceleration, and
fluid percussion models (Morales et al., 2005). In the CCI
technique, mice are fully anesthetized, the skull is ex-
posed, and a craniotomy is performed. Then, an impactor
indents the exposed surface of the brain by a fixed dis-
tance at a fixed velocity. The mice recover well with
minimal mortality, and have highly reproducible gross
histological lesions in the underlying cortex and hip-
pocampus. Importantly, they have consistent, moderately
impaired performance on cognitive tasks such as the Mor-
ris water maze (Fujimoto et al., 2004; Saatman et al.,
2006). CCI is generally performed using a pneumatic im-
pact device that is supported by a solid metal frame. A
milling table supporting the mouse and restraining appa-
ratus can be used to precisely specify injury location rel-
ative to anatomical landmarks (Fox et al., 1998). Cali-
bration and adjustment of gas pressures is performed to
ensure reproducible impact velocities.
We have recently developed an electromagnetic im-
pact device that attaches to an arm of a stereotaxic frame
and delivers reproducible velocities without the need for
frequent calibration. The device was capable of produc-
ing consistent, graded CCI injuries in adult mice with
stereotaxic control of impact location and depth at high
velocities. An earlier version of the device has been em-
ployed to produce closed skull impacts in a post-natal
day 7 rat model at moderate velocities (Bayly et al.,
2006).
METHODS
Device Design, Fabrication, and Calibration
During the initial design phase, the primary design goal
was achievement of the desired velocity range while min-
imizing the size of the apparatus so that it could be used
as a stereotaxic arm-mounted accessory. A wide variety
of options were generated to this end. These options in-
cluded the use of solenoids, CO2 cartridges, pneumatics,
spring and lever systems, and electromagnetic (EM)
coils.
Of these, an EM coil-based design was chosen because
it offered several advantages: (1) EM coil–based and so-
lenoid-based designs appeared to be able to produce the
highest velocities with the most compact devices. (2) In
EM coil–based systems, a stationary magnet propels a
wire coil, as opposed to a solenoid-based design in which
a coiled wire generates a magnetic field that propels an
iron core; this is advantageous because the coil is gener-
ally lighter than the iron core, making it easier to accel-
erate over short distances. (3) A coil can more easily be
modified than a solenoid to allow for accessories such as
sensors and alternative tip geometries. (4) Most impor-
tantly, the use of a true magnet makes the direction of
the current through the coil significant; the direction of
motion can be reversed simply by reversing the direction
of the current through the coil, whereas in a solenoid-
based design, a second element would be needed to re-
verse the direction of motion.
A moving coil design has one significant complica-
tion. When the coil moves in a magnetic field, a poten-
tial is created in the coil. The resulting voltage opposes
the current through the coil, acting to decrease the ve-
locity. Because this effect runs opposite the driving force,
it is called a “back EMF,” or backwards electro-motive
force (EMF). The strength of this field is directly pro-
portional to the speed of the motion, as given by the equa-
tion VB  kt, where VB is the back EMF, kt is a pro-
portionality constant dependent on the device, and  is
the velocity. Thus, the faster the coil moves, the stronger
the opposing voltage becomes. The end result is that, at
higher speeds, a higher voltage must be applied to the
coil to induce currents.
We designed an EM coil-based impact device intended
to be mounted on the arm of a stereotaxic instrument (Fig.
1A). A voice coil with stroke length 0.762 cm and coil
mass 32.6 g (BEI Kimco, LA12-17-000A) was housed
in a piston-like stationary cylinder (1.9 cm diameter) fab-
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ricated to slip around the outside of the magnet and clamp
around it. An inner ring of Delrin™ was added at the bot-
tom of the cylinder as a stop; the semi-rigid ring distrib-
utes the stopping force and lessens deformation of the
piston upon impact. A thin layer of padding was added
to the magnet to cushion the coil’s impact at the top of
its up-stroke, significantly extending the life of the de-
vice. Air “vents” were milled into the sides of the piston
to prevent any pressure differential which would reduce
acceleration. The outer surface of the piston and the in-
ner surface of the cylinder were polished to minimize
friction between the two surfaces. The total mass of the
device, the mass of the moving components, and the force
generated were designed to be relatively small (no larger
than necessary for mouse CCI), in order to avoid the ne-
cessity for the large, metal crossbar commonly used with
pneumatic CCI devices.
To control the motion of the EM coil, several elec-
tronic devices were incorporated to provide the required
current to the actuator (Fig. 1B). A servo amplifier
(B12A8; Advanced Motion Controls, Camarillo, CA)
provided approximately 1.75 amps/commanded volt. A
72-V power supply (PS300W; Advanced Motion Con-
trols) was required in order to overcome the back EMF
effect and achieve the desired velocities. A standard Win-
dows laptop running Matlab™ (version 14; The Math-
works, Natick, MA) in combination with a NI-DAQ dig-
ital-to-analog converter (DAQCard 6062E; National
Instruments, Austin, TX) was used to communicate con-
trol commands to the amplifier.
In the custom-written operating software, the user be-
gins by entering a desired command voltage (or accept-
ing a default voltage). Once the voltage is accepted, a
small current is applied, ensuring that the impactor is
fully extended in its downward position. The user is then
prompted to position the impactor in the desired location.
Once the “zero” position has been verified, a short, strong
current pulse raises the impactor to its cocked position,
and a lighter current maintains the position. The user is
then prompted to lower the device to the desired impact
depth. The depth of impact is thus specified using the
controls intrinsic to the stereotaxic instrument. The user
presses “Enter” to initiate impact. The current specified
by the user at the start of the program is then delivered,
causing an impact at the desired velocity, and the im-
pactor is retracted after an adjustable dwell time, speci-
fied via the Matlab-based control software. For these ex-
periments, the dwell time was typically 100 msec.
To calibrate the relationship between applied com-
mand voltage and tip impact velocity, the displacement
of the impactor was measured with a fast, non-contact-
ing laser displacement sensor (LD1605-10; Micro-
Epsilon, Germany; Figs. 1C and 2). This displacement
sensor acquired samples at a rate of 10,000 Hertz. Data
was acquired using Matlab Version 14 in combination
with NI-DAQ routines. Velocity was defined over the fi-
nal 10% of the stroke range. Overshoot was defined as
the maximum, transient displacement of the tip during
the stroke beyond the user-specified set distance. For
comparison, the relationship between applied pressure,
tip impact velocity, and overshoot was also similarly de-
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FIG. 1. Design of an electromagnetic controlled cortical im-
pact device for experimental traumatic brain injury. (A) Pho-
tograph of the impactor device mounted on the left arm of a
stereotaxic device. Motorized drill with 5-mm trephine mounted
on the right arm. (B) Schematic of the components of the im-
pact system. Control signals from a Windows-based notebook
computer running custom Matlab™ routines are fed through a
digital-to-analog converter. The digital-to-analog converter out-
put is sent to a servo amplifier. The servo amplifier transmits
current from 72-V power supply to the impactor containing an
electromagnetic voice coil. This voice coil drives the impactor.
(C) Photograph of the impactor tip in the raised position. A
laser-Doppler displacement sensor was used to measure veloc-
ity of the tip during the impact stroke.
termined for a commercially available pneumatic CCI de-
vice (Amscien, Richmond, VA).
Experimental Traumatic Brain Injury 
in Adult Mice
All experiments were approved by the animal studies
committee at Washington University. Young adult
B6SJLF1 wild-type mice (age 2–3 months) of both sexes
were purchased from Jackson Labs (Bar Harbor, ME).
The mice were housed in the Washington University an-
imal facilities under standard conditions at 4–5 mice per
cage. They were given standard lab chow and water ad
libitum; cages were changed twice per week. They were
maintained in a controlled temperature environment with
lights on for 12 h and lights off for 12 h per day.
Mice were subjected to a single left lateral CCI with
craniotomy (Dixon et al., 1991; Smith et al., 1995, 1998;
Murai et al., 1998). Mice were anesthetized with isoflu-
rane, 5% for induction and 1.5–2% for maintenance. They
were placed in a stereotaxic frame with an incisor bar at
0° and cup head holders (David Kopf Instruments, Tu-
junga, California). The cup head holders were used to
avoid the potential for injury to the ear canals produced
by earbars in mice. Several lines of transgenic mice ap-
pear to be more susceptible to ear canal injury than wild-
type mice and younger mice may also be more suscepti-
ble than older mice (D. Brody, unpublished data). The
head holders were applied such that the most anterior por-
tion of the cup was aligned with the posterior canthi of
the eyes of the mouse. A consistent mild compression of
the skull was applied by holding the head with the two
cup head holders a consistent distance apart: 10.7 mm for
female mice weighing 18–20 g and 11.7 mm for male
mice weighing 24–26 g. These distances were assessed
using the rulings on the bars (Kopf) that anchor the cup
head holders to the frame. Rectal temperature was main-
tained at 37°C with a warming pad and feedback con-
troller (Cell Microcontrols, Norfolk, VA). Ointment to
protect vision was applied to their eyes, and their heads
were shaved with an electric clipper. All tools were ster-
ilized with a glass bead sterilizer. The skin was prepped
with betadine ointment, and the top of the skull was ex-
posed with a 1-cm skin incision.
A craniotomy was performed over the left parietotem-
poral cortex using a 5-mm trephine (Meisinger, Neuss,
Germany) attached to an electric drill (Foredom, Bethel,
CT) mounted on the right stereotaxic arm (Fig. 1A) of a
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FIG. 2. Trajectories of the impactor tip during impact stroke: measurements of velocity and overshoot. All trajectories were
measured using a fast laser Doppler displacement sensor aimed at the tip of the impactor. (A) EM impactor set at 3 or 7 V, yield-
ing velocities of 3.6 or 5.2 m/sec. Overshoot, defined as the transient excursion of the impactor tip past the set distance specified
by the user, was 0.31  0.032 mm at 7 V and essentially unchanged at 3 V. Set distance and overshoot are indicated by top and
bottom dashed lines, respectively. (B) Pneumatic impactor (Amscien, AMS201) with high-pressure settings of 50 or 100 psi yield-
ing velocities of 3.7 or 5.2 m/sec. (C) Overshoot as a function of velocity for the electromagnetic and pneumatic impactors. Over-
shoot was strongly velocity-dependent for the pneumatic impactor as tested but there was little change in overshoot with veloc-
ity for the electromagnetic impactor.
digital stereotaxic device (Benchmark Deluxe™;
MyNeurolab, St. Louis, MO), though the device can be
used with any compatible small animal stereotaxic sys-
tem. The angle of the drill and the head of the mouse
were adjusted so that the craniotomy penetrated the thin
skull of the mouse without damaging the dura. There was
a consistent, mild compression of the skull produced by
the cup head holders, which caused the surface of the
brain to protrude through the craniotomy. The maximal
extent of this protrusion was approximately 0.4 mm, as
measured using a fine probe attached to one arm of the
stereotaxic device. In two of 80 mice, injury during the
craniotomy resulted in swelling greater than 0.5 mm
and/or bleeding from the dura. These two mice were dis-
qualified and not used for any further experiments. The
drill was then rotated out of the field, and the 5-mm disc
of bone was removed using a 1-mm cup rongeur and spat-
ula (Roboz, Gaithersburg, MD).
Next, the impact device mounted on the left stereo-
taxic arm at an angle of 15° from vertical was rotated
into the field. The right edge of the 3-mm tip of the im-
pact device was aligned with the midline suture and the
posterior edge of the tip was aligned with the horizontal
portion of the lambda suture using the stereotaxic arm.
Because the EM cylinder was relatively bulky (37 mm
diameter), visualization of the EM tip was somewhat
more difficult than visualization of the pneumatic device
tip (9.5-mm diameter). This minor disadvantage was
compensated for by the use of a hand lens or operating
microscope to confirm all alignments. The tip was posi-
tioned over the left fronto-parietal cortex by moving it
1.5 mm anteriorly and 1.2 mm to the left using the dig-
ital stereotaxic arm. This resulted in an impact centered
3.0 mm anterior to lambda and 2.7 mm left of midline,
within the craniotomy. The zero depth position was de-
termined by aligning the tip of the impact device in the
down position with the surface of the dura. A low-volt-
age DC circuit touch detector (custom built by the Wash-
ington University Electronics Shop) was used to deter-
mine when the tip first contacted the dura. One electrode
was clipped to the impactor tip and the mouse’s hind paw
was placed in contact with a second electrode. The sur-
face of the dura was typically dry, but when fluid or blood
was present, this was cleaned and dried carefully using
irrigation with sterile saline and sterile, dry cotton swabs
before the zero depth was determined. Contact was ver-
ified using a hand lens or operating microscope for every
impact. The tip was raised to the cocked position, and
the depth of desired impact was set by lowering the im-
pact device 1–3 mm using the stereotaxic arm. Correc-
tion for overshoot was not made. CCI was triggered us-
ing Matlab-based computer controller. Velocities were
controlled by setting the voltage command to the digital-
to-analog converter. For most experiments, a 7-V com-
mand was used, corresponding to a 12.25-amp current
pulse to the actuator, and resulting in a 5.23  0.03 m/sec
stroke velocity.
Bleeding of the injured cortical surface was controlled
using copious irrigation with room-temperature sterile
saline. The skull was dried, and a 6-mm-diameter plas-
tic disc was glued with Vetbond to the skull to cover the
craniotomy defect and prevent infection. These discs
were produced by the Washington University Machine
Shop from commercially available weigh-boats. The skin
was closed with five to six interrupted sterile 4-0 nylon
sutures. Triple antibiotic ointment was applied to the skin.
Mice were removed from the stereotaxic frame and
placed on a warming pad while they recovered from anes-
thesia. Sham-injured animals went through the same pro-
cedure but did not undergo CCI. The entire procedure re-
quired 20 min per mouse.
In 5% of mice, brief seizure activity was observed
during emergence from anesthesia but this always ceased
without intervention. The mice typically began to move
spontaneously within 15 min. Mice were returned to their
home cages when fully ambulatory, typically 30–120 min
after injury. When mice appeared lethargic, they were
housed singly for up to 48 h and then returned to their
home cages. Mice were weighed at baseline and daily for
2 days. Those with weight loss greater than 30% were
sacrificed. Those with weight loss of 20–30% were singly
housed with food and water in the bottom of the cage.
Wounds were inspected daily for 2 days and then weekly
thereafter. Dehiscences were resutured under isoflurane
anesthesia.
For CCI using a pneumatic device (Amscien, AMS
201), an identical procedure was used with the following
modifications: (1) The 3-mm-diameter impactor tip was
positioned relative to midline and lambda using a milling
table inside the frame of the pneumatic impact device
upon which the stereotaxic frame was placed (Fox et al.,
1998). (2) The depth of injury was set using the screw-
mounted adjustment provided as part of the pneumatic
CCI device. (3) A dwell time of 50 msec was used. (4)
A velocity of 5.16  0.05 m/sec was obtained using set-
tings of 100 pounds per square inch (psi) for the high
pressure and 20 psi for the low pressure. A 54-inch cylin-
der of compressed nitrogen (Airgas, Inc., St. Louis, MO)
connected via a regulator (Concoa model 3124391-01-
580) drove the device. We found that smaller cylinders
of compressed gasses, even when yielding nominally
similar baseline pressures, were not able to drive the de-
vice with the desired velocities, even at maximal settings.
This may be because of larger drops in pressure at the
time the device discharges observed with the smaller
tanks.
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Behavioral Testing
Morris water maze. Morris water maze testing was per-
formed starting 13 days following experimental TBI.
Each mouse was given four trials per day for 3 days with
a clearly visible platform and then 4 trials a day for 5
days with the platform in a different location hidden be-
neath the surface of the opacified water. Each trial lasted
a maximum of 60 sec. The platform was 11 cm in di-
ameter; the pool was 109 cm in diameter. A single, 30-
sec probe trial was performed after the last day of hid-
den platform testing. In other respects, testing was
identical to that previously described (Brody and Holtz-
man, 2006).
Rotorod. Rotorod testing was performed starting 24 days
following TBI. In this test of motor learning, mice were
placed on an accelerating, rotating, horizontal cylinder
(Crawley, 2000). The amount of time that the mice are
able to stay on the cylinder without falling off is often used
as a measure of motor skill adaptation, as the mice must
accelerate with the cylinder. Mice were tested with two
180-sec trials per day on each of 3 days. To control for
gross motor impairments and any behavioral abnormali-
ties that would interfere with interpretation of the results
(such as jumping off of the platform voluntarily), mice
were placed on the cylinder while it rotated at a constant,
slow speed for two 60-sec trials each day. Prior to testing
each day, mice were placed on the cylinder once for 60
sec while it was stationary to allow them to adapt to it.
Conditioned fear. Conditioned fear testing and shock
sensitivity testing were performed starting 38 days after
TBI (Crawley, 2000; Khuchua et al., 2003). In this test
of associative, non-spatial memory, mice were first ex-
posed to a 1.0-mA continuous brief foot shock associated
with a cue; in our experiments, this was an 80-dB, 2800-
Hz tone. The amount of time freezing was monitored as
a measure of their fear response. The next day, the mice
were placed in the same experimental chamber where the
initial shock occurred, and again time spent freezing was
assessed with no shock. This indicates how well they as-
sociated the environmental context with the shock. On
the third day, the amount of time spent freezing in a novel
context when they were exposed again to the cue was
measured, as an indication of how well they associated
the cue with the shock. This was performed in a differ-
ent experimental chamber from the one used in the ini-
tial association. Shock sensitivity and time spent freez-
ing at baseline were assessed in order to control for
differences in freezing behavior between mice that were
not related to associative memory.
Histological Analysis
A randomly selected subset of the mice were deeply
anesthetized with isoflurane and sacrificed after behav-
ioral testing was complete, or for animals not tested be-
haviorally, 30–45 days after TBI. Mice were perfused in-
tracardially with ice-cold heparinized 0.9% saline. Brains
were carefully removed, fixed in paraformaldehyde, and
equilibrated in 30% sucrose (Holtzman et al., 2000).
Every sixth 50-m frozen section was mounted on glass
slides (Fisher, Superfrost Plus) and stained with bis-ben-
zamide or cresyl violet. For each section containing vis-
ible hippocampus (bregma 0.94 mm to 3.88 mm)
(Franklin and Paxinos, 1997), four contours were traced,
and their areas were measured using the Stereo Investi-
gator Contour Tracing Tool (Stereo Investigator Users
Guide, version 6, MicroBrightField, Inc.). The four con-
tours were the ipsilateral and contralateral hippocampus,
and ipsilateral and contralateral dorsal cortex. The infe-
rior border of the dorsal cortex was defined by a hori-
zontal line touching the bottom margin of the dorsal third
ventricle. The sections analyzed contained both dorsal
and ventral hippocampus. Volumes were estimated using
the Cavalieri principle (Howard and Reed, 2005); the ar-
eas over the 9–10 sections traced for each mouse were
summed and multiplied by the spacing between sections
(300 m). Thus, the volumes obtained represent the com-
plete extent of the hippocampus, and the dorsal cortex in
the region overlying the hippocampus.
Statistical Analysis
All data was analyzed using Statistica 6.0 (StatSoft,
Tulsa, OK). Factorial analysis of variance (ANOVA) was
used for all behavioral analyses; impact depth, mouse
gender, and experimenter performing the injury were cat-
egorical predictor variables. The Tukey HSD test was
used to determine post-hoc statistical significance of pair-
wise comparisons between groups. For visible and hid-
den platform Morris water maze data, repeated measures
ANOVAs were used with performance averaged across
each of the four daily trials, and day of training used as
the repeated measure variable. For probe trial data, 95%
confidence intervals were calculated and compared to
performance expected by chance. For rotorod data, re-
peated measures ANOVAs were used with performance
averaged across the two trials per day; and day of train-
ing used as the repeated measure variable. One-way
ANOVAs were used for analysis of hippocampal and cor-
tical volumes.
For statistical power calculations of sample size re-
quirements, a Monte-Carlo approach was used. A cus-
tom-written Visual Basic macro running inside of Statis-
tica generated 150 random sub-samples of the mice
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subjected to either 2.0-mm or 3.0-mm injury. The hidden
platform data for each of these sub-samples was then an-
alyzed using repeated measures ANOVA. The probabil-
ity that each mouse would be picked during the random
sub-sampling was varied to produce sub-samples with
varying sample sizes. The p-values were tabulated as a
function of sample size, and the median and upper 80%
confidence interval was calculated using Statistica. This
allowed exploration of the sample size needed to achieve
an 80% likelihood of detecting a statistically significant
difference between groups with the characteristics of
these two injury severities.
RESULTS
Device Mechanical Characteristics
The velocity and overshoot of the EM CCI impactor
during its full stroke were compared with the trajectory
of an Amscien AMS 201 pneumatic CCI device (Fig. 2).
With the power supply of the EM device set at 7 V, the
end impact velocity was 5.23  0.026 m/sec, whereas
with the power supply set at 3 V, the velocity was 3.57 
0.032 m/sec. No statistically significant differences were
observed when the device was retested with the same
voltage settings several weeks later without recalibration
or adjustment of the device. At 5.2 m/sec, there was a
small overshoot, 0.31  0.032 mm. Stated another way,
the maximum depth the tip of the impactor reached dur-
ing its trajectory was 0.31 mm deeper than the depth set
by the user. At 3.6 m/sec, there was little change in the
overshoot, 0.28  0.019 mm. In contrast, the pneumatic
device tested produced a 0.61  0.047 mm overshoot at
5.2 m/sec, and at 3.7 m/sec the overshoot was substan-
tially reduced to 0.30  0.016 mm. Thus, the overshoot
was velocity-dependent in the pneumatic device tested
but not in the prototype EM device, in the range of ve-
locities tested. Overall, there was significantly greater
overshoot in the pneumatic device tested than in the EM
device at 5.2 m/sec but little difference between the de-
vices at 3.6 to 3.7 m/sec.
We investigated whether the measured overshoot
arises from mechanical deformation of the structural sup-
porting elements holding the impactors, as opposed to
dynamic compression of the materials used to stop the
stroke of the pistons. For the EM impactor, we used the
laser Doppler to record the movement of the distal end
of the horizontal portion of the stereotaxic arm holding
the impactor device during its full stroke. We found a
maximum displacement of 0.336  0.054 mm at 5.2
m/sec, which was statistically indistinguishable from the
overshoot measured at the impactor tip (0.31  0.032
mm). At 3.6 m/sec, the maximum displacement was
0.278  0.013 mm, also indistinguishable from the tip
overshoot (0.28  0.019 mm). We therefore conclude
that the overshoot of the tip of the EM device can be en-
tirely explained by the mechanical deformation of the
stereotaxic arm holding the impactor.
For the pneumatic impactor tested, we measured the
movement of the bottom surface of the vertical metal
guide supporting the pneumatic cylinder during the full
stroke of the device. During a 5.2 m/sec stroke, the max-
imum displacement was 0.51  0.11 mm, and during a
3.7 m/sec stroke the maximum displacement was 0.268 
.004 mm. Similarly, the maximum displacement at the
center of the large metal crossbar supporting the pneu-
matic cylinder, guide and alignment apparatus was
0.427  0.01 mm at 5.2 m/sec and 0.29  0.005 mm at
3.7 m/sec. The movement of the supporting structures ap-
peared to largely explain the total overshoot measured at
the tip.
Histological and Behavioral Characteristics 
of Injury
We performed single CCI injuries on fully anesthetized
young adult B6SJLF1 mice with a range of impact depths
from 1.0 to 3.0 mm in 0.5-mm increments. Most mice
recovered well from the injury and were able to ambu-
late within 20 min of injury. Four mice that sustained 3.0-
mm impacts were lethargic and lost 10–20% of their body
weight for the first 1–2 days after injury. These mice were
singly housed with food and water placed on the floor of
the cage. In total, two of the 25 mice impacted at a depth
of 3.0 mm died; the rest recovered, regained the weight
that they had lost, and were returned to their home cages.
No mice in the other groups had significant weight loss
or died as a result of the experimental TBI. A total of
two other mice died prior to injury: one due to tempera-
ture controller malfunction causing hyperthermia and one
due to apnea during isoflurane anesthesia.
We assessed the histological effects of injuries pro-
duced by the EM CCI device at a velocity of 5.2 m/sec.
There was no histological evidence of injury to cortex or
hippocampus in mice in the sham group (Fig. 3). As the
depth of the impact increased, there was a progressive loss
of cortical and hippocampal tissue, and distortions in the
morphology of the remaining hippocampus and cortex.
Thinning of the hippocampal pyramidal cell layers was
apparent (Fig. 3A). The extent of tissue preservation was
assessed by an examiner blinded to the impact depth 1
month after the injury. As the depth of impact increased,
there was a decrease in the fraction of spared tissue, as
measured relative to the contralateral side (Fig. 3B). The
effect of impact depth was highly significant for the frac-
tion of spared tissue in hippocampus (F4, 23  15.6, p 
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0.0001) and cortex (F4, 23  14.3, p  0.0001). At 1.0-
mm depth, there was minimal injury in either cortex or
hippocampus. At 1.5-mm depth there was significant cor-
tical injury and mild cell loss in the underlying hip-
pocampus. At 2.0-mm and 2.5-mm depths, there was pro-
gressively more injury to the hippocampus and cortex. At
3.0-mm depths, the hippocampus was nearly destroyed.
Mice injured at this depth also had thalamic lesions (not
shown), which were not assessed in a quantitative fash-
ion. The standard deviations represent injury variability
and not measurement error, as intra-rater reliability test-
ing revealed a 3% error in volume measurements (not
shown). There was no apparent injury to the contralateral
hippocampus or cortex in any of the animals (not shown),
although ultra-sensitive techniques, such as de Olmos sil-
ver staining, were not used (Hall et al., 2005b). This in-
dicated that the EM CCI device can produce a broad range
of CCI injuries in a reliable fashion.
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FIG. 3. Histological analysis of injuries produced by EM and pneumatic devices. (A) Histological images of cresyl violet–stained
coronal sections following sham injury, and 1.0, 1.5, 2.0, 2.5, and 3.0 mm impact using the EM device. Left images in each pair
show overall dorsal cortical and hippocampal tissue loss and architecture. Right image in each pair show further details of hip-
pocampal architecture. Cortical and hippocampal tissue injury and anatomical distortion increase in a graded fashion with in-
creased impact depth. All images were obtained from slices through the same anatomical region (bregma 1.7 mm), selected
based on the architecture of the contralateral hemisphere. (B) Proportion of spared ipsilateral hippocampus and dorsal cortex re-
maining 1 month after TBI. Each stereologically determined hippocampal or cortical volume was normalized by the corresponding
contralateral volume for that animal. Set depth of injury on the x axis. Error bars represent standard deviations. All injuries were
performed by the same investigator and volumes were assessed without knowledge of device or impact set depth.
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For comparison, we produced pneumatic CCI injuries
at a commonly used depth of 1 mm (Smith et al., 1995;
Fox et al., 1998; Hall et al., 2005a) in mice of the same
age and strain. This produced a moderately severe injury
to cortex and hippocampus, as has been reported previ-
ously. This 1.0-mm depth impact with the pneumatic CCI
device was most similar to the 2.0-mm impact produced
by the EM CCI device. This discrepancy cannot entirely
be explained by the difference in overshoot between the
two devices.
Next, we performed behavioral testing on mice sub-
jected to a range of injury severities. Again we found a
graded effect of impact depth of behavioral impairment
in Morris water maze (Fig. 4) and rotorod (Fig. 5) test-
ing. For visible platform water maze performance, there
were statistically significant effects of injury group (con-
trol vs. each of three impact depths. F3, 41  9.95, p 
0.0001) and test day (F2, 82  166.2, p  0.0001; re-
peated-measures ANOVA). For hidden platform water
maze performance, there were statistically significant ef-
fects of injury group (F3, 41  18.0, p  0.0001), test day
(F4, 164  17.1, p  0.0001), and the interaction of injury
group and test day (F12, 164  2.99, p  0.0008). For wa-
ter maze probe performance, there were statistically sig-
nificant effects of injury group (F3, 41  20.8, p  0.0001
for target quadrant and F3, 41  10.0, p  0.0001 for ex-
act target zone). For constant velocity rotorod perfor-
mance, there were statistically significant effects of injury
group (F3, 43  9.9, p  0.0001) and test day (F2, 86 
32.7, p  0.0001). For accelerating rotorod performance,
there were statistically significant effects of injury group
(F3, 43  11.7, p  0.0001) and test day (F2, 86  33.3,
p  0.0001). There were no significant differences be-
tween injured and sham mice in terms of conditioned fear
performance. All mice performed well in this test with a
24-h interval between conditioning and testing, regard-
less of injury status.
Mice with 2.0-mm impacts were impaired in water
maze performance relative to sham-injured controls but
had normal rotorod performance. In visible platform test-
ing (Fig. 4A; days 13–15), 2.0-mm-impacted mice had
poorer performance than sham mice on the first day of
testing, but both groups performed equally well by the
third day of testing. This indicates that the 2.0-mm-im-
pacted mice may have had some initial procedural im-
pairment, but that their vision, swimming ability and mo-
tivation to escape from the pool was unimpaired overall.
Hidden platform performance, however, was impaired
(Fig. 4A; days 17–21) relative to sham mice (p  0.006,
repeated measures ANOVA followed by Tukey post-hoc
test). Although impaired, 2.0-mm-impacted mice im-
proved their performance over the 5 days of hidden plat-
form training. Time and distance measures of perfor-
mance showed equivalent results. Swim speed did not
differ appreciably between groups (data not shown). The
probe trial performance (Fig. 4B) of 2.0-mm-impacted
mice was significantly better than chance in terms of time
spent in the target quadrant. However, their performance
was not above chance in terms of time spent in the ex-
act region where the platform had been located. Instead,
sham mice did perform better than chance in both mea-
sures. This suggests that 2.0-mm-impacted mice were ca-
pable of forming spatial memories, but that their spatial
maps were less precise than those formed by sham mice.
Rotorod performance was not significantly different be-
tween 2.0-mm-impacted mice and sham mice (Fig. 5).
Mice with 2.5-mm impacts were impaired in water
maze and rotorod performance relative to both sham-in-
jured controls and 2.0-mm-impacted mice. Visible plat-
form performance (Fig. 4A; days 13–15) was worse com-
pared to sham mice (p  0.039), although they were able
to find the platform in under 10 sec on average by the
third day. Hidden platform performance (Fig. 4A; days
17–21) appeared more impaired in 2.5-mm-impacted
mice than in 2.0-mm-impacted mice, though this did not
reach statistical significance, and was profoundly im-
paired relative to sham mice (p  0.0002). There was lit-
tle learning over time, and in the probe trial (Fig. 4B),
performance was at or below chance levels, indicating
that these mice had not formed detectible spatial memo-
ries. Mice with 2.5-mm impacts were also impaired on
the accelerating phase of the rotorod testing (Fig. 5C) rel-
ative to sham mice (p  0.016). Their performance on
the stationary and constant speed portions of the rotorod
testing was normal. Overall, these results suggest that
they had deficits in motor learning in addition to poor
spatial learning.
Mice with 3.0-mm impacts were severely impaired in
both water maze and rotorod performance. During visi-
ble platform water maze testing, two of 12 mice failed to
reliably swim to the platform and were disqualified from
further water maze testing. The visible platform perfor-
mance of those that were not disqualified (Fig. 4A) was
still markedly worse relative to sham mice (p  0.0002)
and relative to 2.5-mm-impacted mice (p  0.038) or 2.0-
mm-impacted mice (p  0.005). This likely reflects a
deficit not only in spatial learning and memory but also
in learning procedural aspects of the test, such as swim-
ming ability, vision, and motivation to escape from the
water. Their hidden platform performance was signifi-
cantly worse than 2.0-mm-impacted animals (p  0.005)
or sham mice (p  0.0002). Floor effects may have pre-
vented statistical resolution of further impairment rela-
tive to 2.5-mm-impacted mice. Their accelerating rotorod
performance was very poor (Fig. 5C; p  0.0002 vs.
sham, p  0.002 vs. 2.0- and 2.5-mm-impacted mice).
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FIG. 4. Behavioral characterization of mice injured using the EM device in the Morris water maze. (A) Time to reach the plat-
form as a function of day following experimental TBI. During visible platform testing, two of 12 mice subjected to 3.0-mm im-
pacts failed to reliably swim to the platform and were disqualified from further water maze testing. No mice in the sham, 2.0-
mm, or 2.5-mm impact groups were disqualified. Data shown represent mean and standard errors from the remaining,
non-disqualified mice. During hidden platform testing, thre was a clear gradation in performance, with more severely injured an-
imals performing worse. (***p  0.0002, **p  0.006, *p  0.039, repeated-measures ANOVA followed by Tukey HSD post-
hoc test for comparisons vs. sham). (B) Water maze probe testing; the platform was removed after the last day of hidden plat-
form testing and mice were placed in the pool for a single, 30-sec trial. Sham mice spent considerably more time in the target
quadrant and exact area where the platform had been than would have been expected by chance. Mice subjected to TBI had im-
paired performance, again in a graded fashion depending on the severity of injury (*95% confidence interval did not overlap with
the performance expected by chance.) (C) In a separate experiment, mice subjected to a 1.5-mm impact did not show significant
water maze performance deficits compared with concurrently tested, sham-injured mice.
These mice were also impaired in constant-velocity ro-
torod testing (Fig. 5B; p  0.0002 vs. sham), again likely
reflecting a deficit in procedural aspects of the testing or
a severe motor learning deficit. In general, these mice
were more lethargic and poorly groomed than mice with
2.0- and 2.5-mm injuries. Thus, there was a clear grada-
tion in behavioral performance deficits as the depth of
the injury increased.
We performed a separate, blinded experiment which
demonstrated that 1.5-mm-impacted, wild-type, B6SJLF1
mice showed no statistically significant impairments in
water maze performance compared with concurrently
tested, sham-injured mice (Fig. 4C). A separate set of 2.5-
mm-impacted mice was also tested concurrently and
showed deficits consistent with those shown in the pre-
vious experiment (not shown).
To address sources of variability, we next asked
whether male and female mice respond differently in this
model of experimental TBI; the experiment was designed
so that each group of mice contained equal numbers of
males and females. In terms of hidden platform water
maze performance, there was no overall effect of gender
(p  0.38), no interaction between injury severity and
gender (p  0.29), and a non-significant trend towards
improved performance early in hidden platform testing
which then equalized later in the testing (p  0.09 for the
interaction between day of testing and gender). Similarly,
there were no effects of gender on cued or probe perfor-
mance. In terms of rotorod performance, there was a trend
towards improved performance of male mice in the ac-
celerating phase which did not reach statistical signifi-
cance (p  0.06). There were no detectible interactions
between gender and injury group (p  0.26) or day of
testing (p  0.48). Thus we conclude that in this set of
experiments, there were no major effects of gender and
that this model of experimental TBI should be appropri-
ate for testing mixed gender groups of mice. This is anal-
ogous to histological results reported previously (Hall et
al., 2005).
In order to assess inter-operator reliability, two inves-
tigators each performed injuries on six mice at each level
of injury severity. Mice were matched for age and sex
between the two investigators. The two operators agreed
on the design of the experiment and experimental details,
but did not directly observe or critique each other’s per-
formance of the TBIs or sham injuries. All water maze
testing was performed by a single investigator (D.L.B.),
and all rotorod testing was performed by a single inves-
tigator (C.Y.). For hidden platform water maze testing,
there was a significant difference between mice injured
by the two investigators (p  0.0001) and an interaction
between investigator and injury severity (p  0.05).
Likewise, for visible platform water maze testing, there
was a significant effect of investigator (p  0.003) and
an interaction between investigator and injury severity
(p  0.01). In both visible and hidden platform testing,
the behavioral performance was indistinguishable for
sham, and 2.0-mm and 2.5-mm impacts produced by the
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FIG. 5. Rotorod performance of mice injured using the EM device. Each mouse was tested on three separate days with one 60-
sec stationary rod trial, two 60-sec constant velocity trials, and two 3-min accelerating trials. Data shown represent means and
standard errors. All mice were included, even those disqualified from water maze testing. (A) Stationary rod performance. All
mice performed well, even those subjected to the most severe injuries. (B) Constant velocity performance. Mice subjected to 3.0-
mm impacts had impaired abilities to stay on the rod (***p  0.0002 vs. sham) whereas milder injuries did not disrupt this abil-
ity. (C) Accelerating rod performance. There was a gradation of impairment with more severely injured animals performing worse
(*p  0.016, ***p  0.0002 vs. sham).
two investigators. At 3.0 mm, there was a significant dif-
ference between investigators. There was no effect of in-
vestigator on rotorod performance (p  0.96), nor was
there an interaction between investigator and injury group
(p  0.24). Thus we conclude that reliability was good
for 2.0- and 2.5-mm injuries but not for 3.0-mm injuries.
Sample Size Calculations Using Monte-Carlo
Random Resampling
An important issue in the design of efficient preclini-
cal treatment trials is sample size; in the design of pre-
clinical treatment trials using rare and/or expensive trans-
genic mice, minimizing the sample size would be
advantageous. To resolve a theoretical therapeutic effect
on hidden platform performance of approximately the
same magnitude as the difference between 3.0- and 2.5-
mm impacts, our results suggest that 12 mice per group
are appropriate, as our p-value was 0.038. A larger effect,
similar to the difference between 2.0- and 3.0-mm im-
pacts, however, could likely be resolved with fewer than
12 mice per group, as our p-value was 0.005. We there-
fore used Monte-Carlo random resampling followed by
repeated-measures ANOVA to determine the sample size
needed to obtain an 80% likelihood of detecting a statis-
tically significant difference between two groups of mice
with the properties of our 2.0- and 3.0-mm-injured ani-
mals. The advantages of this Monte-Carlo method are that
it does not require any assumptions about the distribution
of the data, and it can be used with data arising from mea-
surements that are not independent of each other (such as
repeated measurements of the same mice over time).
These calculations indicated that, using the EM CCI de-
vice and this behavioral testing protocol, approximately
seven to eight mice per group would be needed (Fig. 6).
Effects of Impact Velocity on Injury Severity
A final issue that we addressed in this study was the
effect of impact velocity on injury severity. We tested
3.0-mm impacts at 5.2 and at 3.6 m/sec (Fig. 7). There
were no significant differences in the extent of spared tis-
sue (p  0.98 for hippocampus, p  0.36 for cortex).
Likewise, behavioral impairments were indistinguishable
in water maze performance (p  0.57 for visible plat-
form, p  0.94 for hidden platform) and rotorod perfor-
mance (p  0.62 for constant rotation speed, p  0.26 for
accelerating) between the two injury velocities. As noted
above, there were no differences in stoke overshoot pro-
duced by the EM CCI device when velocity was changed
from 5.2 to 3.6 m/sec (Fig. 2). In contrast, we found that
reducing the velocity to 2.5 m/sec in the pneumatic im-
pactor resulted in minimal histological injury following
a 1-mm impact (data not shown), whereas there was sub-
stantial injury produced by a 1-mm impact at 5.2 m/sec
(Fig. 3). Thus stroke velocity may exert an effect on in-
jury severity primarily via effects on overshoot.
DISCUSSION
In summary, we have developed a stereotaxic, elec-
tromagnetic CCI device along with refined surgical and
behavioral testing techniques. The device is capable of
producing a wide range of injury severities, as assessed
histologically and behaviorally; there was a clear grada-
tion in both acute behavioral deficits and histological in-
jury in adult wild-type mice as the impact depth was in-
creased from 1.0 to 3.0 mm. Overall ease of use was
excellent.
Strengths of the combined surgical, EM-CCI and be-
havioral testing technique described here include (1) very
low mortality, (2) reliable, unbiased, stereotaxically de-
fined injury production, and (3) good inter-operator reli-
ability for most injury severities. This led to a relatively
small number of mice per group needed to detect a sta-
tistically significant effect on behavioral outcomes fol-
lowing experimental TBI. Direct comparison of this ef-
ficiency to other injury models has not been performed.
Further standardization of these procedures may improve
the numbers needed even further.
There are several limitations to the conclusions that
can be drawn from this study. First, we did not system-
BRODY ET AL.
668
FIG. 6. Statistical power to distinguish between two injury
severities in terms of hidden platform water maze performance.
Monte-Carlo simulations were used based on original data sets
from the 22 mice in the 2.0-mm and 3.0-mm impact groups.
150 random subsamples of these 22 mice were reanalyzed us-
ing repeated-measures ANOVA. For this analysis, the total
number of mice in the random subsamples is plotted on the x-
axis. The median and 80% confidence interval of the resulting
p-values are plotted on the y-axis. This analysis indicates that,
with 15 or greater total mice in the two groups, we would ex-
pect at least an 80% likelihood of detecting a difference be-
tween groups with a p-value of 0.05.
atically test each of the individual variables in the pre-
clinical TBI model, so we cannot definitively address the
contribution of the CCI device itself, the isoflurane anes-
thesia, the touch detector, and maintenance of isothermia.
However, the overall combination seems to yield a safe,
consistent and convenient model for preclinical testing of
TBI in mice. Second, we did not systematically test our
injury model on other strains of mice, although our ini-
tial observations in a mouse model of Alzheimer’s dis-
ease, PDAPP mice (Games et al., 1995) on a Swiss-Web-
ster background suggest that histologically the injuries
are very similar to those illustrated here for wild-type
B6SJLF1 mice (data not shown). Third, issues of inter-
operator reliability need to be investigated further; within
our laboratory, inter-operator reliability was very good
for 2.0- and 2.5-mm impacts, but not for 3.0-mm impacts.
This may in part be due to post-procedural care of the
animals. As noted above, 3.0-mm-impacted mice were
lethargic and often lost weight following TBI. In the fu-
ture, post-procedural animal care will need to be stan-
dardized for more severe injuries. An analogous issue is
faced by multicenter clinical trials in human patients,
where variability in outcomes and standards of care
across centers has been raised as an important covariate
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FIG. 7. Injury severity as a function of impact velocity. An additional group of WT mice were injured at 3.0-mm impact depth
at a velocity of 3.6 m/sec and compared with 3.0-mm impats produced at a velocity of 5.2 m/sec. Data from the 5.2 m/sec groups
is the same as that shown in Figures 3-5. (A) Fraction of spared tissue in hippocampus and cortex, assessed histologically, was
not significantly different between groups. (B) Morris water maze performance. Two of 11 mice in the 3.0-mm at 3.6 m/sec group
were disqualified from Morris water maze testing because of poor visible platform performance. The behavioral deficits in both
visible and hidden platform performance were equally severe in both groups. (C) Rotored performance deficits were similar in
the two groups.
(Narayan et al., 2002). Finally, mice were sacrificed 1–2
months after injury, so long-term effects on behavioral
performance were not assessed.
Our results differ in several important respects from
those of Saatman et al. (2006) in which the authors re-
ported a histological and behavioral comparison of 0.5-
and 1.0-mm injuries produced using the AmScien pneu-
matic impact device. The previous report demonstrated
behavioral abnormalities with even the mildest injuries
(0.5-mm impact depth), whereas histologically compara-
ble injuries in our study (1.5-mm impact depth) did not
result in a detectible behavioral performance deficit. This
may be due to differences in the behavioral testing pro-
cedures employed; the Saatman et al. group trained mice
in the water maze before injury and then tested them for
memory deficits 2 days following injury, whereas we per-
formed all water maze, rotorod and conditioned fear test-
ing starting 12 days after injury. These results are not in-
compatible, as it is likely that some behavioral
performance deficits improve over time in the more
mildly injured animals. Likewise, there were method-
ological differences in the way that the extent of injury
in the cortex was determined in the two studies; lesion
size in mm3 was measured in Saatman et al., whereas we
analyzed the fraction of spared tissue in the current study.
Again, the results are not incompatible, as the same trend
towards increasing lesion severity with increasing depths
of injury was apparent in both studies.
The current model has not been tested outside of Wash-
ington University. Commercial development of the im-
pactor system is in progress (MyNeurolab, St. Louis,
MO) and will allow the next important step in reliability
testing. As previous reports have shown considerable dif-
ferences between groups in results of behavioral testing
(Crabbe et al., 1999), the effects of these and other ex-
perimental brain injuries should be repeated in several
laboratories to ensure that behavioral effects are repro-
ducible.
We found that the impact depths required to produce
substantial histologically defined lesions were higher
than has been reported for injuries produced using pneu-
matic CCI devices (Smith et al., 1995; Saatman et al.,
2006). This may be due to three factors: (1) the approx-
imately 0.4-mm protrusion of the surface of the brain
through the craniotomy due to mild compression of the
skull by the cup head holders used instead of earbars; (2)
the larger (0.6- vs. 0.3-mm) overshoot produced by the
pneumatic device tested here; and (3) the use of a low-
voltage electric circuit touch detector to set the zero point
for the impact, as opposed to setting the zero point by
eye. Other uncharacterized differences between tech-
niques may also be important; further investigation will
be required to obtain a full understanding of the rela-
tionship between mechanical characteristics of the im-
pact and the severity of injury as measured using histo-
logical and behavioral techniques. This underscores the
importance of pathophysiological readouts in the char-
acterization and standardization of such devices.
The first and third factors listed above may also con-
tribute to the explanation of why the set impact depth ap-
pears to cause a histological lesion that is less severe than
would be expected based on the 1-mm thickness of the
mouse cortex. For example, it is likely that a 1.5-mm-
depth impact does not appear to markedly injure the hip-
pocampus because the 0.4-mm protrusion of the brain
through the craniotomy and the early contact between the
tip and brain surface afforded by the touch detector place
the tip of the impactor approximately 1.5 mm from the
edge of the hippocampus at the zero position. At 2-mm-
impact depth, it is likely that the tip encroaches on the
hippocampus, producing the gross anatomical distortion
observed histologically. Furthermore, it should be em-
phasized that the brain may deform elastically during the
impact; tissue beneath the impactor tip may move down-
wards or sideways transiently, and then return to its orig-
inal position. Some of this tissue may be destroyed, but
some may not. Thus, an impact at 1.5-mm depth is not
necessarily equivalent to ablating a 1.5-mm-deep cylin-
drical volume of tissue.
Returning to the issue of overshoot, our measurement
of the movement of the support structures during the im-
pact strokes indicate that the overshoot arises largely
from the deformation of these support structures: the
stereotaxic arm for the EM device or metal support frame
for the pneumatic device tested here. To reduce the over-
shoot of the EM device system, a more rigid stereotaxic
arm could be employed. Similarly, a stiffer metal frame
may reduce overshoot in the pneumatic device system.
Although the pneumatic system we used has a more rigid
support structure than the stereotaxic device, the pneu-
matic system provides much larger forces and involves
more moving mass, which both contribute to overshoot.
Other pneumatic devices produced by other manufactur-
ers will need to be tested, as these may not be general
characteristics of all such devices. The important point is
that overshoot should be measured accurately for each
individual electromagnetic or pneumatic device as part
of its characterization.
Interestingly, we found no important differences in
stroke overshoot and histological or behavioral outcomes
produced by the EM CCI device when the velocity was
changed from 5.2 to 3.6 m/sec. In light of our findings
that overshoot was not highly dependent on velocity in
this range, the current result with the EM impactor sug-
gests that in fact, the depth of impact is the important
factor in producing brain injury, and that the previously
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reported effect of velocity (Fox et al., 1998) may have
been due to velocity-dependent changes in overshoot. To
confirm this, similar experiments should be performed
with milder injuries and over a broader range of veloci-
ties. This issue may not have come to attention previ-
ously because measurements using the LVDT technique
did not reveal as prominent an overshoot as we found us-
ing laser Doppler measurements. The laser Doppler has
a much faster response (10,000-Hz specified bandwidth)
than LVDTs (typically 200–300 Hz bandwidth). The
greater bandwidth specifically enables the laser Doppler
sensor to measure the sub-millisecond events typical of
impacts. The laser Doppler sensor also measures the
movement of the impactor tip directly, unlike the LVDT,
which measures the movement of the back of the im-
pactor shaft. In fact, the LVDT itself would be expected
to move along with the frame during the impact stroke,
making LVDT measurements of overshoot caused by
frame movement largely unreliable, although they appear
adequate for measurements of velocity.
Several interesting results arose from the behavioral
testing performed here. First, it appeared that spatial
learning performance was the most sensitive behavioral
indicator of brain injury, as 2.0-mm-impacted mice
showed deficits only in this domain. Second, with more
severe injury, there were motor learning deficits that per-
sisted into the subacute period. As there was not appar-
ent injury to the cerebellum or brainstem in any of these
mice (data not shown), these motor learning deficits may
reflect the effects of the extensive white matter injury that
accompanies the deeper impacts (Mac Donald et al., un-
published data). Third, we did not find a significant ef-
fect of gender in severity of injury in these experiments.
It has been suggested that the apparent protective effect
of female gender and/or female sex hormones may be
more prominent in animal models of widely diffuse TBI
than in focal injuries such as CCI with more rapid neu-
rodegeneration (Hall et al., 2005a). Our results are con-
sistent with this hypothesis. Fourth, we did not observe
deficits in conditioned fear performance, even in the most
severely injured mice. The ability to associate an aver-
sive stimulus with environmental and sensory cues ap-
pears to be a robust one. As this task has been reported
to be sensitive to both hippocampal and amygdala func-
tion (Crawley, 2000), it would be interesting to explore
the effects of contusions directly targeting the amygdala
on conditioned fear performance.
CONCLUSION
We have developed and characterized an electromag-
netic, stereotaxically mounted CCI device for producing
experimental TBI in mice. The device is reliable, easy to
use, and capable of producing injuries that cause behav-
ioral impairments and histologically defined lesions rang-
ing from mild to severe. We hope that this device will
aid in the development of reproducible, uniform mouse
models of TBI. The importance of this work is under-
scored by the growing emphasis in TBI research on the
use of transgenic and other types of genetically modified
mice with manipulations of relevant human genes.
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